
ELCA
QUAUTY SYSTEMS & CAUBRATIONS PVT, LTD.
S. No. 23A2, Pune-Nasik Road, 0pp. Rupee
Tel. : 91-20-2712 9194, 2712 5024 Fax : 2712 6430

Co-op. Bank Ltd., Bhosari, Pune - 411 039,
E-Mail : qc@elcalabs.com Web : www.elcalabs.com

TEST REPORT P a g e :  1  I  2

To,

GULMOHAR ENTERPRISES.
Sr .No.80 /11 ,P lo t  No.L ,Bhosar i
Alandi Road,Magzin Chowk,Charol i ,
Wadmukhwad i ,Pune-412 105.

N/6s23/P DATE 01.03.2013

YOUR CHALLAN DT. 09.O2.2OI3

SAMPLE RECD. DATE 09.02.2013

Material Descript iori  :  Fait  Job Sample, Without Oil

STANDARD SPECIFICATION - -.

Samples not drawn by Elca

The above sample  has  been tes ted  and the  resu l ts  a re  as  be low

SALT SPRAY TES]
TEST METHOD ASTM BLLT :20LI

TESTAT :  PUNE

TEST DATE : 0L.03.2013

Contd . .

Accredited As per ISO / IEC 17025,2005 By NABL, Dept of Science & Technology, Govt. of India

S . N . Parameter  /  Descr ip t ion Actua l  Va lues Spec i f i ca t ion  Req. Remark

1 Loading Date 09.02.2013

2 Unload ing  Date 01.03.20r.3

3 Protection/Coati  ng Not used

4 Temperature within Exposure Zone 34.6 to 35.4"C

5 Exposure Period 480hrs

6 Sa l t  So lu t ion 4.87 to 4.99%

a Type of Salt NaCl  (AR grade)

8 Type of Water Dist i l led water

9 Fog Collect ion Volume in ml/hrl80cm2 1.3  to  1 .8

10 Fog Collect ion 5p Gravity L.027 to 1.034

L I Fog Collect ion pH 6.87 to  6 .99

Method o f  C lean ing Runn ing  water

13 << Per iod  in  Hrs  >> << Observation >>

1.4 24 No Rust Observed.

I f 48 No Rust Observed.

L6 72 No Rust Observed.

17 96 No Rust Observed.

18 r20 No Rust Observed.

I J t44 No Rust Observed.

20 1 b 6 No Rust Observed.

21, 192 No Rust Observed.

22 2t6 No Rust Observed.

23 240 No Rust Observed.

z4 264 No Rust Observed.

25 288 No Rust Observed.

26 5 L Z No Rust Observed.

27 336 No Rust Observed.

(Terms & Conditions Overleaf)



ELCA
tl qunury sysrEMs & cAuBRATtoNs pvr. LTD.

S. No. 23212, Pune-Nasik Road, Opp. Rupee
Tel. : 91 -20-2712 9194, 27'12 5024 Fu : 2712 6430

Go-op. Bank Ltd., Bhosari, Pune - 411 039.
E-Mail : qc@elcalabs.com Web : unvw.elcalabs.com

SALT SPRAY TEST
TEST METHOD ASTM B 1.I7 . .20L1.

TEST REPORT P a g e :  2 1  2

TESTAT :  PUNE

TEST DATE : 01.03.2013

To,

GUTMOHAR ENTERPRISES.
Sr .No.80 /11 ,P lo t  No. l ,Bhosar i
A land i  Road,Magz iq  Chowk,Charo l i ,
Wadmukhwad i ,Pune-412 105.

REpoRr No. N/6523/p DArE 61.e3.2e13

YOUR CHALLAN NO.

YOUR CHALLAN DT. 09.02.2013

SAMPLE RECD. DATE 09.02.20j.3

s .N. Parameter  /  Descr ip t ion Actua l  Va lues Specif icat ion Req. Remark

28 360 No Rust Observed.

29 384 No Rust Observed.

5U 408 No Rust Observed.

5 L 432 No Rust Observed.

32 456 No Rust Observed.

33 480 No Rust Observed.

E N D  O F  R E P O R T

For ELCA QUALITY SYSTEMS & CALIBRATIONS PVT. LTD.

/4.-/,LJ.^-

M.S.Phadke

Dy.Tech.Manager

Accredited As per lso / lEc 17025,2005 By NABL, Dept of science & Technology; Govt. of India

(Terms & Conditions Overleaf)
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PHYSICAL CHEMICAL & METATTURGICAT TESTING

S. PHADAKE
TECH. MAT{AGER

AN ISO /IEC'TOISACCREDITED LAB
RECISTERED OFFICE : PLOT NO. A 444, ROAD NO. 37, RAM NACAR, WACLE ESTATE, THANE -400 604, lNDlA.

TEL. :91  12212582M99,2047,31  42 ,258334 10  FAX:25825394 E-MAIL :  in to@elca labs .conr  WEB:  www.e lca labs .com

LAB ACCREDITED BY NAgL

CHEM.T /?98 & MECH,T /299

A

it.
DY.

@ELCA
QUALITY SYSTEMS &

CALIBRATIONS P\TT. LTD

SALT SPRAY TEST
REPORT

DATE: 
01.03.2013

Gustomer: Reliable Packaging Solution.

Lab Number N 6523 Test Metbod ASTM 8-117(11)

(BEFORE TEST)

(AFTER TEST)

Result after 480 hours: - No rust observed.


